
Bio Memory Pharmacy Refrigerator: 2-8oC 
126L
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Ensure all ventilation openings are not obstructed.

Do not use mechanical devices or other means to accelerate the  defrosting 
  process, other than those recommended by the  manufacturer.
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Hgress protection:IPX0
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220-240V~/50Hz 220-240V~/60Hz

20W/1.0A

Sound Level (dB) ≤ 45dB
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FRIG1265PV Electrical Schematic Diagram
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